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Abstract
Background. Zirconium – a bioinert metal – in comparison with titanium implants, offers a variety of po-
tential advantages for use in the esthetic area of dentistry due to its tooth-like color. Zirconium dental implants 
are considered to be an alternative method of treatment to conventional titanium dental implants for patients 
with a thin gingival biotype.

Objectives. This study was designed to study the bone tissue response to new zirconia implants with 
modified surfaces in comparison with commercially available titanium dental implants and commercially 
available zirconia implants.

Material and methods. The study was carried out on a group of 12 16-month-old minipigs. New zirconia 
implants with 3 different surfaces were used: M1 – blasted surface, M2 – etched surface and M3 – blasted 
and etched surface (Maxon Motor GmbH, Sexau, Germany) and compared to conventional titanium implants 
with an sandblasted and acid etched (SLA) surface (Straumann GmbH, Freiburg, Germany) and commer-
cially available zirconia implants (Ziterion GmbH, Uffenheim, Germany). Histological and micro-computed 
tomopgraphy (micro-CT) evaluation was performed.

Results. In the micro-CT assessment, the average bone-implant contact (BIC) of the zirconia experimental 
implants was 41.44%. In particular, the BIC% for M1 was 39.72%, for M2 it was 43.97%, and for M3 – 40.63%; 
in the control group it was 49.63% and 27.77% for ceramic and titanium control implants, respectively. 
The intra-group analysis showed no statistically important differences between the BIC values for implants 
in any group. However, the analysis of BIC for different regions of the same implant showed statistically sig-
nificant differences in all of the groups between the results of the threaded region and the neck and the apex.

Conclusions. The results of our study suggest that zirconia implants with modified surfaces display features 
of osseointegration similar to those of titanium implants. These results are promising in using zirconia implants 
for dental applications in the future.
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Introduction

Titanium implants are considered the gold standard 
of modern dental implantology. This is due to their long, 
traceable record of predictable clinical performance, excellent 
biocompatibility and mechanical properties, ability to os-
seointegrate, and to the fact that titanium implants are easy 
to produce.1 However, titanium still bears several esthetic 
disadvantages, especially in the case of periodontia with a thin 
biotype in the esthetically-sensitive anterior area of the jaw. 
If a titanium implant is used in such a case, the mucosa in the 
neck area of the implant may become grayish, which conse-
quently limits the success of the overall treatment. Titanium 
implants may also require additional surgical procedures 
concerning soft tissue augmentation, e.g., connective tissue 
grafting, which aims at widening and thickening keratinized 
tissue.2 A less frequent, though possible, drawback is that ti-
tanium might be an allergen and may diffuse not only within 
the adjacent tissues – as is proven by the elevated concentra-
tions found in the vicinity of oral implants and in regional 
lymph nodes – but also systemically.3 As a possible alternative 
to titanium, ceramic materials have already been investigated 
and clinically used for years in the field of oral implantology.

Due to its good osseointegrative properties, the first ce-
ramic material used in implantology was aluminum oxide.4 
In follow-up examinations after 10 years, the success of those 
implants was between 87% and 92.5%.4,5 Systems based 
on aluminum oxide were used for immediate implantation 
in the cases of single tooth loss in the jaw, in the area of the in-
cisors, canines, and premolars, i.e., in the areas where chew-
ing forces are relatively weak. Even though implants were 
used in the above-mentioned clinical circumstances, there 
were cases of damage caused by chewing. Hence, because 
of inadequate mechanical strength, aluminum-oxide im-
plants are no longer in use. Zirconium is another alternative 
material initiated by general medicine, mainly orthopedics.

A small number of complications, good chemical param-
eters, anticorrosion properties, mechanical strength, an elas-
ticity module close to that of steel, and biocompatibility 
in particular made zirconium a perfect material for implants.6

Zirconium, a  bioinert, non-resorbable metal, offers 
a variety of potential advantages over titanium implants 
for use in the esthetic area of dentistry due to its tooth-
like color. Its surface texture can be modified and it does 
not show any chemical or physical bonding with plaque.7 
Furthermore, good scientific results in osseointegration 
comparable to titanium implants have been shown.7

Material and methods

Dental implants

The following newly-designed zirconia implants were used:
– ø4.0 × 10 mm ZrO2 ceramic implant with blasted 

surface (Maxon Motor GmbH, Sexau, Germany) – M1;

– ø4.0 × 10 mm ZrO2 ceramic implant with etched sur-
face (Maxon Motor GmbH, Sexau, Germany) – M2;

– ø4.0 × 10 mm ZrO2 ceramic implant with blasted and 
acid etched surface (Maxon Motor GmbH, Sexau, Ger-
many) – M3.

For a control group, we decided to choose titanium im-
plants with well-established osseointegration properties:

– ø4.1  ×  10  mm Titanium standard implant SLA® 
(Straumann GmbH, Freiburg, Germany);

– ø4.0 × 10 mm ZrO2 ceramic implant (Ziterion GmbH, 
Uffenheim, Germany).

Experimental design  
and surgical procedure

The study was performed on 12 16-month-old minipigs 
with an average weight of 50–60 kg. The study protocol 
was approved by the commission for animal studies.

The pigs underwent the removal of the permanent pre-
molar teeth 2 months after the extraction of the decidu-
ous premolar teeth in the jaw. Care was taken to avoid 
bone wall fractures. The extractions, implantations and 
euthanasia were performed under general anesthesia by in-
travenous application of pentobarbital (Vetbutal®, Bio-
wet Puławy, Poland) at doses of 25 mg/kg along with the 
premedication ketamine (Ketamina 10%, Biowet Puławy, 
Poland) and local infiltration of 2% lignocaine with nor-
adrenaline 1:200,000 (Polfa, Poland). Eight weeks after the 
extractions, a total of 60 implants were inserted in the 12 
animals. Each pig was to receive 5 implants (1 per surface 
state and 2 reference implants) in the mandible (Fig. 1, 2). 
The position of the implants was statistically fully ran-
domized. The implants were placed endosseously under 
continuous water cooling. After the insertion, the flap 
was repositioned using resorbable sutures (4/0 Monosyn®,   
B. Braun, Melsungen, Germany).

Fig. 1. Insertion of the ceramic implant
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The animals were euthanized 12 weeks post-implanta-
tion using 50 mg/kg of pentobarbital (Morbital) and block 
biopsies of the implant sites were collected.

Micro-CT evaluation

In the micro-CT evaluation, the implant surfaces were 
divided into 3 regions of interest (ROI). The 1st one was the 
neck region, the 2nd was the thread area, and last one was the 
apex region of the implant. The bone-implant contact (BIC)  
was calculated separately for each ROI. The research was 
done with a SkyScan 1172 Micro-CT (Bruker, Kontich, 
Belgium). The exposure was performed with 50 kV of volt-
age and 10 W of power. The detection was done on a 12-
bit CCD camera. The BIC was calculated using Adobe® 
PhotoShop® (San Jose, USA). At first, the total length of the 
vertical cross-section was achieved; next, the length of the 
cross-section of the implant in direct contact with the bone 
structure was calculated; and finally, the BIC was counted 
as a percentage of its proportions.

Histology

For histological examination, each bone-implant speci-
men was placed in 4% phosphate-buffered saline (PBS)-
buffered formalin, dehydrated in a graded series of alcohol 
and embedded in methylmethacrylate (Technovit 9100 
New®, Kulzer, Germany), as described previously.8–11 For 
staining the bone-implant, specimens were cut using a dia-
mond saw and ground to a thickness of approx. 100 µm 
with a grinding system (Exakt Apparatebau, Norderstedt, 
Germany) as described by Donath and Breuner.12 The spec-
imens were then stained with Masson–Goldner trichrome 
(Merck KGaA, Darmstadt, Germany). for differentiation 
between collagen and bone tissue, and a histomorphomet-
ric analysis was performed by light microscopy. A blind 
test was conducted at the same time, using identical staff, 
equipment and chemicals.

Statistical analysis

For all tested variables, the distribution type was 
checked. The Shapiro-Wilk test was applied with a signifi-
cance level of p = 0.05. For measurable variables, arithmetic 
averages and standard deviations were calculated. Because 
none of the cases had a normal distribution, the analysis 
of variance (ANOVA) Kruskal-Wallis test was applied. 
At first, the calculation was performed for a significance 
level of p < 0.05; in the cases where p < 0.05, a pair-wise 
comparison was conducted and a new p-value for every 
significantly different pair was presented. The dependence 
between the results of radiological and histological evalu-
ation was calculated with the application of Pearson’s cor-
relation coefficient and by calculating the ratio between 
both values. The analysis was performed with R-project 
(Auckland, New Zeland) and MedCalc (MedCalc Software, 
Ostend, Belgium).

Results

Postoperatively, all animals recovered quickly, returning 
to routine activities such as grooming, eating and drinking 
within 48 h. Regardless of the material used, there were no 
macroscopic or microscopic signs of cellular inflammation 
or implant rejection in any of the test groups.

Results of the micro-CT investigation

In the radiological assessment, the average BIC% of the 
zirconia experimental implants was 41.44%. In particular, 
the BIC% for M1 was 39.72%, for M2 it was 43.97% and for 
M3 – 40.63% (Fig. 3–5); in the control group it was 49.63% 
and 27.77% for the ceramic and titanium control implants, 
respectively (Fig. 6, 7). The distribution of BIC according 
to the ROI for particular groups is featured in Table 1.

The intra-group analysis showed no statistically signifi-
cant differences between the BIC values for implants in any 
group, though the analysis of BIC for different ROIs of the 
same implant showed statistically significant differences 
in all of the groups between the results of the threaded re-
gion and the neck and the apex. In all groups apart from M1,  
statistically important differences were seen be-
tween the results of BIC for the neck and apex regions  
(Table 2). The intergroup analysis of the BIC results showed 

Fig. 2. Three ceramic implants inserted into the alveolar ridge

Fig. 3. Micro-CT scan of the M1 implant
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significant differences for the threaded region between 
groups 1, 2 and 3 and group 5. There were no statistically 
significant differences between group 4 and the rest of the 
groups. In the apex region, statistically significant differ-
ences were seen between the ceramic control implants and 
others; additionally, differences were seen for M1/M2 and  
M1/titanium controls, but without statistical significance.

Results of the histological investigation

The mandibular bone texture showed typical spongious 
bone structures. Interconnecting areas of  mineraliza-
tion and osteoid formation between the host bone and 
the implant surface were detected for all surface states. 
The formation of woven bone was present within the im-
plant threads of all tested and reference implants (Fig. 8). 
The bone structure almost completely covered the surface 
of dental implants, although areas of a well-vasculated me-
dulla could be seen. In the regions mentioned, osteogenic 
cell lines were found. In most cases, the remodeling pro-
cess was apparent, the old trabeculae were replaced with 
a new bone structure. No signs of inflammation were seen 
in any of the specimens. Test implants were present in the 
crestal implant area, a tightly surface-adapted connective 
tissue. The periosteal fibers were in direct contact with the 
surface and showed parallel fiber orientation. Bordering 
the connective tissue zone, the bone lamellae extended 
to the apical region and formed a close BIC. In contrast, 
using the reference ceramic implant, some resorption at 
the crestal bone level was observed and the bone appeared 
rounded down. In the test group, the different characteris-
tics of the bone structure in the apex region could be seen 

upon histological examination. In the above-mentioned 
ROI, relatively thin bone trabeculae with highly vasculated 
medulla areas were noted (Fig. 9). Furthermore, fibrous 
connective tissue was quite commonly in direct contact 
with the implant surface. The number of samples with 
fibrous connective tissue is shown in Table 3. The BIC 
calculated in the histological analysis is shown in Table 4. 

Fig. 5. Micro-CT scan of the M3 implant

Fig. 6. Micro-CT scan of the zirconium 
control implant

Fig. 7. Micro-CT scan of the titanium 
control implant

Fig. 8. The formation of woven bone presented within the implant 
threads

Table 1. The distribution of the bone-implant contact (BIC) according 
to the region of interest (ROI)

Group No.
Bone-implant 

contact in neck 
region [%]

Bone-implant 
contact in thread 

region [%]

Bone-implant 
contact in apex 

region [%]

M1 25.25 66.75 27.16

M2 23.83 72.91 35.16

M3 21.41 68.83 31.66

Control 1 5.41 77.91 65.58

Control 2 7.41 42.66 33.25

Fig. 4. Micro-CT scan of the M2 implant
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The intra-group analysis of the BIC results shows statisti-
cally significant differences between group 5 and groups 1 
and 2. In the experimental group, the differences between 
the BIC results of group 1 and groups 2 and 3 were sta-
tistically significant (Table 5). Based on the results of the 
radiological and histological assessment of the BIC, the 
conclusion can be drawn that the most coherent result 
was achieved for zirconia implants.

Discussion

The current definition of osseointegration describes it as 
the formation of a direct structural and functional con-
junction between a dental implant and bone tissue without 
pathological soft tissue as a mediator.

Osseointegration methods can theoretically be classi-
fied into 2 basic types. The 1st group consists of methods 
where “the functionality of the implant anchorage” is the 
most important. These are biomechanical methods, where 

an experimental trial of pulling an implant out of the bone 
structure is used (Push and Pull Out Test, Removal Torque 
Test and Shear Strength Test). The disadvantage of these 
methods is the complexity of the procedures (which hinders 
repeatability), the need to transport bone tissue to a spe-
cialized laboratory and the fact that preparations are usu-
ally stabilized in formalin or other substance after sacrific-
ing the laboratory animal, which may affect the results.13,14

The  most commonly used and more reproducible 
methods of  evaluating osseointegration quantitatively 

Fig. 9. The apical region of the ceramic implant

Table 2. Intragroup analysis of variance between the BIC parameters for different ROI in micro-CT examination

ROI
Implant 

group (n)

M1 M2 M3 Ceramic control Titanium control

significantly 
differed from

significantly differed 
from

significantly differed 
from

significantly differed 
from

significantly differed from

Apex 12
(thread)

p < 0.0001

(neck) (thread)
p < 0.001
for neck

p < 0.0001
for thread

(neck) (thread)
p < 0.01
for neck

p < 0.0001
for thread

(neck) (thread)
p < 0.0001

for both

(neck) (thread)
p < 0.0001

for neck
p < 0.01

for thread

Neck 12
(thread)

p < 0.0001

(apex) (thread)
p < 0.001
for apex

p < 0.0001
for thread

(apex) (thread)
p < 0.01
for apex

p < 0.0001
for thread

(apex) (thread)
p < 0.0001

for both

(apex) (thread)
p < 0.0001

for both

Thread 12
(apex) (neck)

p < 0.0001 for both

(apex) (neck)
p < 0.0001

for both

(apex) (neck)
p < 0.0001

for both

(apex) (neck)
p < 0.0001

for both

(apex) (neck)
p < 0.0001

for apex
p < 0.01
for neck

Table 3. Number of samples with fibrous connective tissue

Implants M1 M2 M3 Ceramic control Titanium control

Number of samples with fibrous connective tissue, n (%) 4 (33) 6 (50) 3 (25) 7 (58) 4 (33)

Table 4. Average of BIC% according to histomorphometry

Implants M1 M2 M3 Ceramic control Titanium control

BIC% 46 61 56 58 64

Table 5. Intra-group analysis of variance in the achieved results of BIC%

Implant group n Different from

M1 12

(M2) (M3) (titanium control) (ceramic 
control)

p < 0.0001 for M2; p = 0.001 for M3;
p < 0.0001 for titanium control;  
p < 0.0001 for ceramic control

M2 12
(M1)

p < 0.0001

M3 12
(M1) (titanium control)

p = 0.001 for M1; p = 0.02 for titanium 
control

Titanium control 12
(M1) (M3)

p < 0.0001 for M1; p = 0.02 for M3

Ceramic control 12
(M1)

p < 0.0001
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is histomorphometry and micro-CT techniques. Micro-
CT is emerging in the field of biomaterial research. Its 
biggest advantage is its ability to produce 3D images, since 
histological assessment is 2D. Taking the micro-CT, how-
ever, the final result can be interfaced by an artifact layer 
of various thickness (beam hardening), resulting in the 
miscalculation of the BIC.15 This situation affects titanium 
implants more than zirconium ones.

Even though the BIC values are a kind of gold standard, 
the method of calculation varies fundamentally from study 
to study. Variations like the calculation of the “whole im-
plant surface,” the “mineralized bone between 2 threads”16 
and the “contact at the best 3 threads”17 are often reported. 
Most studies, similar to the present work, use the option 
“from the first to the last bone contact”, which allows for 
a comparison of different screw designs. Different soft-
ware applications and algorithms are rarely made available 
to the reader and may lead to inaccurate results.

Sand-blasted and acid-etched titanium implants were 
considered a control group in our study. The histological pa-
rameters of osseointegration have been widely documented 
in the literature in tests on animal models. Buser et al.  
achieved BIC results of  78% for SLActive and 75% for 
SLA over 8 weeks of observation.18 Schwarz et al., in tests 
on a dog model, proved the BIC value of SLA implants 
to be 55%.19 SLA surface implants were also tested in a pig 
model and the BIC results showed a rise to 58.5% ±11.4% 
over 8 weeks of healing.20

In studies based on an animal model of beagles, a histo-
morphometric comparative assessment of titanium implant 
osseointegration with the SLA surface was also performed.21 
The  extraction phase included premolars bilaterally. 
The healing period of unloaded implants was 2 weeks and 
the observation period lasted 4 weeks. The BIC values were 
different in the 2-week observations and amounted to 29% 
for SLActive surface and 24% for control SLA; after 4 weeks 
of healing, they both reached a value of 39%.

The issue of the histological assessment of zirconium im-
plant osseointegration is still new. One should only consid-
er those studies which include a larger sample of implanta-
tions, comply with statistical analysis guidelines and use 
methodology which includes an assessment of a titanium 
implant control group in the discussion.18–20 In the earliest 
studies on zirconium implants, the BIC value in an 8-week 
observation of 156 zirconium implants was 86%.22 This 
is the only report with such high osseointegration values. 
In other studies, the BIC value for such implants equaled 
45% or 65%, values which are closer to our own studies.23,24 
In  other studies performed on  28 zirconium implants 
over a 60-day observation period, the average BIC value 
was 56%.25 In these studies, very unstable results were 
achieved, where the difference between the max and min 
BIC values was 32%. Scarano et al., in a 4-week observation  
of 20 implants, reported a BIC value of 68%.26 With a lon-
ger, 60-day observation time, they placed 20 zirconia ce-
ramic implants in the tibiae of 5 male rabbits. They found 

an average bone-implant contact of 68.4% ±2.4%. No gaps 
or fibrous tissue and no epithelial downgrowth were pres-
ent at the interface. Wide marrow spaces were present, with 
some of them abutting on the implant surface. Aldini et al.  
achieved a BIC value of 55% ±27%.27

Whereas surface nanostructural features were not taken 
into consideration in the last 2 studies mentioned, Sennerby 
and Meredith published a precise analysis of the connection 
of zirconium implant surface roughness with the results of 
achieved BIC.13 In the studies, the implants were divided into  
3 groups depending on the degree of roughness. The stud-
ies were performed on a rabbit model, by applying the 
implants in the femoral and tibial area. The BIC results 
varied depending on the site of implantation. For implants 
applied to the femoral bone, seemingly more referential 
results were obtained – 46% for the 1st group, 60% for the 
2nd and 70% for the 3rd – whereas the BIC for implants 
applied to the tibia bone were much lower: 19%, 31% and 
22%, respectively. It seems, then, that the most preferential 
degree of zirconium implant surface roughness is different 
than in the case of titanium implants.

Depprich et al. designed a study to compare titanium 
implants of higher roughness with zirconium implants 
of lower roughness.28 For this purpose, 24 screw-type zir-
conium implants with acid-etched surfaces were used and 
compared to 24 implants made of titanium – SLA implants. 
The implants were inserted into the tibiae of 12 mini-
pigs. The histological results showed direct bone contact 
on the zirconium and titanium surfaces, which demon-
strated that zirconium implants with modified surfaces 
result in osseointegration comparable to that of titanium 
implants.

In another study, the negative interaction of the bone 
tissue with zirconium implants after loading was shown.29 
In the study, 1-phase zirconium implants, which required 
immediate loading, were used alongside 2-phase unloaded 
ones. Despite generally good BIC parameters, marginal 
defects of the alveolar process after implant loading were 
observed. This study demonstrated that a 2-phase im-
plantation method is preferred with zirconium implants.

In another study, a total of 18 zirconium implants and 
18 titanium implants, identical in shape, with acid-etched 
and sand-blasted surfaces were tested on a mini-pig model. 
The observation period was 4, 8 and 12 weeks. The histo-
logical observation did not reveal any statistically signifi-
cant differences between zirconium and titanium SLA im-
plants for peri-implant bone density and BIC ratio. There 
were 2 exceptions: the mean peri-implant bone density and 
BIC values of the control implants were always higher than 
those of the tested zirconia implants. The conclusion was 
that no detectable difference in osseointegration could be 
observed between the 2 types of implants.30



Adv Clin Exp Med. 2018;27(9):1173–1179 1179

Conclusions

The results from our study suggest that zirconia implants 
with modified surfaces display features of osseointegration 
similar to those of titanium implants. These results are 
promising in using zirconia implants for dental applica-
tions in the future.

Typical presence of relatively thin bone trabeculae with 
highly vasculated medulla (Masson-Goldner staining ×80).
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